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Datum zahaj®nl      sTAF`TiNODATE29/07/2023        Hodlna zahij®nl     sTAFiTiNGHouR    17.58

Datum ukontonl     ENDiNCDATE     30/07/2023        Hodlna ukon6®ni   ENDiNGHouR       04,44

M®toda    METHOD  STIRILAB  03  EQ -15°/a

Popls naklfdky    LOAD DEscRipTioNZDRAVOTNICKY   MATERIAL             18              PALET

ifrobico     BOxEs      N0337

§arz®      BATCH   23P2001301, 23P2004607, 23P2004502, 23P2004903, 23P2004404, 23P2004204, 23P2020600, 23P2004701,
23P2004802 , 23P2004304
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Nag dokum®nt c,      DELIVERVDoc. N®       2400/40

a.16hve           cyLiNDER N°  9447

c.  Iahve           cyLiNDER No   1253

c.  Iahve          cyLiNDER N®  42626

6.  Iahve          cyiiNDER N°   59999

c.  Iahve           cyiiNDER NO

c.  Iahve           cyLiNDER NO

Hruha vaha   GRoss WEIGHT kg 76.7

Hruba  vaha  GROss wEicHT kg 77.8

Hruba vaha  GRoss wEiGur kg 78.o

Hruba vaha  GRoss wEiGRT kg 75.6

Hruba vaha  oRosswEicur kg

Hruba vaha  GRoeswEiGHT kg

Taro     TARE kg 46.7

Tare     TARE kg 47.8

Tara     TARE  kg  48.O

T6ra     TAF`Ekg  45.6

T6ra     TARE  kg

Tare     TARE  kg

Netto vaha  NET wEiGHT k93o.o

Netto vaha  NETWEiom kg3o.o

Netto v6ha  NETWElcHT kg3o.o

Netto vaha  NETWEiGHT k93o.o

Netto vaha  NET wEiGHT kg

Netto vaha  NET wEioHT kg

I(ondlclonovdni                 HE^TINo

B®ZETO                                    V`/lTHOUTETO         Limfty  RANOE                 Hodnota          VALUE                                                                          Llmfty      lowGE        Hodnota          VAIUE

doba     i"EHouR8hod.  h®uro    od  1:15 do  1:45                      1:30            Teplota behem   T"pERATURE °C   od 45 do 55                  51

storillzaeni cyklus                                arERliEZATioN cycle

Tlak pied vakuom      PRE VAcuuN PRE8siiRE

6as  pied  vakuem     pREVAcuuNTiNE

vaha  smesi        MlxTURE `^rEIGHrr

Doba  pFivadenl plynu          GAS INLETT"E

Teplota  b6hem cyklu  cvcLE TEupEiRATURE

Relativnf vlhkost   cycLE R.ii.

Tlako\ly rozdll  b6hem  cyklu DELTAcvcLE mEs8uRE

dye     Koncentrace  ETo  bez nakladky ETo coNCENTRATroN

Doba expozice plynem      OAB EXF.osuRETunE

Tlak Po vakuu  po8T vAcuuN pREseuRE

Gas  po vakuu   post VAcuuM TiNE

Po6et cykld  po vakuu        poSTVAcui.HcvcLENUHBER

umfty    FunoE

kpa          od -90 do -70
min.          od  l5do45

kg.             od  117.6do  122.4

min.         od 45 do 90
oc            od 46do 54

%R.H.    >50

kpa          od  175 do 205

g/mc        od497do517
hod  hounod 5:55 do 7:0

kpa         od -90 do -70

min.          od  l5do45

minimum 4

Hodnota         VALUE
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Odplyj`ovanl tun®l                                                                         Llmlty   RANGE              Hodnota    VALUE                                                        Llmfty  RANOE            Hodnota   VALUE
DEOAa8INo IN TUNNEL

doba    "EHouR§`tiod.  houn  od o:Odo  168:0     NA:00      Teplota b5hem  TEMPERATURE °C   od41  do51              NA

Extemf test dozlm®tr®m                                                                EXTERNAL I)os"ETERS TEST

Typ     TvpE GIL-250                                                  §arze     iIATCH

pOuzite dozjmetry                            USED DOslwETi:Rs         NON^

Z6v®r: Cyklus dle lntom[ prov6rky Storf8u.   N®lz® pouzft na c®rtrflkat pro uvoln6nf zbozf.

Datum splatnosti   Exp.DATE
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Appl`ed  Sterilization  Technologies
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Temperature / Time grapti -Temperature during exposure time : min 48,9 / MAX 51,2 °C
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Pressure / Time graph -Pressure during exposiire time : min  118 / MAX 124 kpa
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Relative humidfty / Time graph -RH at the end of conditioning  :  72 %,  RH  during exposure tinre :  min 74  %

a.r rcolrculator worfung

Gas pro-heater min tomporature during gas inlet penod  : 49,2  °C                                                                                                                            AUT  oo22  2223o73o PDF
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STIRILAB S.R.O.
TEXTILNA 23
03401  RUZOMBEROK SLOVENSK^ REPUBLIKA
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Tbo oerthcaeon report ooneerve edi/ the t®stod eamplo8; the document can bo peitolly raprfuiced only upon witor approval by STERJS AST CZ e.r®.
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034 01
Ruzomberok

VAT No.  SK2021729545
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\^MMr stirilab  com     email ekonom@stirilab  com
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EBSTER  CZ  s.I.o.

Prulmyslova zona  KoS`kov 80

I    595  01   Velka  Bi(es    CR
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STERIS AST CZ a.r.a.

Prumyslova  zdr`a  Ko§lkov 80

59501    Velka   Bites   Ceska  republlka
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EBSTER  CZ  s.I.a.

I)   Prtlmyslova  z6na  Kosjkov  80
I
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STERis  AST  CZ  S.r.o.
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27 07  2023
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