STERIS

Dokument zpracovani Eto
ETO TREATMENT DOCUMENT

Provoz FACILITY VELKA BITES Dokument €. pocument N° 848 /00

Autoklav &. 22 Datum zahajeni  starTING DATEZ25/03/2023  Hodina zahajeni sTarTING HOUR 08,42
Datum ukonéeni  enping paTE  25/03/2023  Hodina ukonéeni Enoing Hour 19,28

Spoleénost comrany STIRILAB S.R.O. Metoda wmetnop STIRILAB 03 EQ - 15%

Popis nakladky oAb pescrirTionZDRAVOTNICKY MATERIAL 18 PALET

Krabice Boxes N° 360

Sarze satch 23P2010600, 23P2010700, 23P2013700, 23P2013600, 23P2004603, 23P2004401, 23P2004200

Vas dokument €. entrancepoc. N®© 202301280 Z 22.03.2023
Nas dokument &,  peLiverypoc. N© 1117/40

C. lahve CYLINDER N°® 2749 Hruba vaha cross weicHT kg 76.8 Tara 71are kg 46.8 Netto vaha ner weicHT kg 30.0
C. lahve cvunoer N 7078 Hruba vaha cross weicHT kg 77.0 Tara 71are kg 47.0 Netto vaha net weicHT kg 30.0
C. lahve cyunoer N 5910 Hruba vaha cross weicHT kg 75.6 Tara 1are kg 45.6 Netto vaha ner weighHt kg 30.0
C. lahve cyunper N° 1245 Hruba vaha cross weicHT kg 76.6 Tara 71are kg 46.6 Netto vaha ner weigHt kg 30.0
| C. lahve CYUNDER N* Hruba vaha cross weiGHT kg Téara 71ARe kg Netto vaha net weicHT kg
| C. lahve CYLINDER N° Hrubé vaha cross weiGHT kg Tara 1are kg Netto vaha ner weishT kg
Kondicionovani HEATING
Bez ETO WITHOUTETO L imity ranGEe Hodnota  vaLue Limity range Hodnota  vaLue
doba Tme Hours hod. hours 0d 1:15 do 1:45 1:30 Teplota béhem temperature °C od 45 do 55 50
Sterilizaéni cyklus STERILIZATION CYCLE Limity rance Hodnota  vaLue
Tlak pfed vakuem  prRe vACUUM PRESSURE kPa od -90 do -70 -80
Cas pfed vakuem PRE VACUUM TIME min. od 15 do 45 16
Véha smési  MIXTURE WEIGHT kg. od 117.6 do 122.4 120.0
_‘ Doba pfivadéni plynu GAS INLET TIME min. od 45 do 90 70
;, Teplota béhem cyklu cycLe TEMPERATURE i od 46 do 54 51
! Relativni vihkost eveLe rRH. % R.H. >50 74
Tlakovy rozdil béhem cyKIu peLTA cYCLE PRESSURE kPa od 175 do 205 205
& Koncentrace ETO bez nakladky ETO CONCENTRATION g/mc  od 497 do 517 507
Doba expozice plynem  6As EXPOSURE TIME hod neurs od 5:55 do 7:0 6:00
Tlak po vakuu posT vACUUM PRESSURE kPa od -90 do -70 =77
| Cas po vakuu POST VACUUM TIME min.  od 15 do 45 26
? Pocet cykll po vakuu  POST VACUUM CYCLE NUMBER minimum 4 4
QOdplynovani tunel Limity RranGe Hodnota vaLue Limity rRanGe Hodnota vaLue

DEGASSING IN TUNNEL
doba 1ime Hours hod. hours od 0:0 do 168:0 N A 00 Teplota béhem Temperature °C od 41 do 51 N A

Externi test dozimetrem EXTERNAL DOSIMETERS TEST
Typ vvee GIL-250 Sarze matcH Datum splatnosti exp.pate
Pouzité dozimetry USED DOSIMETERS ~ N° NA

Zavér; Cyklus dle interni provérky Sterisu. Nelze pouzit na certifikat pro uvolnéni zboii,

Podpis pracovnika o Schvaleni STERIS 1
SIGNATURE OF THE OPERATOR / - STERIS APPRGVAL
Odpovédna osoba \‘; / C (-{({-’(/C“?/ ,(’"/-\
AREA OFFICER F
Datum pate 27/03/2023
RELEASED BY QUALITY

tka PLOCKOVA
’kza S

/"(
Fhis document certifies that treatment is in compliance with techinical sp \\Huuln ns defined hy the customer. This document doesn’t

certify sterilization if sterilization process validation, routine analysic and contrals quality contract drawing up haven’t been performed.
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Notes. *Teoretickd hodnota s prazdnou autokldvou  *Theoretical value with empty autoclave
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STERIS AST CZ sro

STERILIZATION AND LABORATORY FACILITIES

Primyslovd zéna Kosikov 80 - 595 01 Velka Bites - Ceska republika

Prod. tel. +420 566 531 046, Lab. tel. +420 566 531 341, Fax: +420 566 531 047
www sterist-ast.com

STERIS AST SK s.ro

STERILIZATION FACILITIES

Priemyselny park 6020/5 - 071 01 Michalovce - Slovensko
Prod. tel. +421 566 881 505, Fax: +421 566 881 506

www sterist-ast.com
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Tunnel 9-H Duration 24 Track 33
Batch 22A230325 Page 1/1
24-03-2023 ‘ 25-03-2023
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Relative humidity / Time graph

—— lime scale = 30 min
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Batch 227230325 Start 25-03-2023 08:42 End 25-03-2023 19:28
Autoclave 0022 page 1/1 Operator 222
25-03-2023 t—4 time scale = 15 min 25-03-2023
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Temperature / Time graph - Temperalure during exposure time - min 48,6 / MAX 51,0 °C
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Pressure / Time graph - Pressure during exposure lime - min 121/ MAX 127 kPa
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Relative humidity / Time graph - RH at the end of conditioning : 74 %, RH during exposure time : min 74 %
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Gas pre-heater min temperature during gas inlet period : 48,9 °C AUT_0022_22A230325 PDF
} STERIS treatment verification is based on reading of parameters from graphs lines
27 -03- 2023
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iplY U.S. FOOD & DRUG

ADMINISTRATION

BECHETRATION HUMBER. 391927833

SGS

STIRILAB s.r.0. adominique Dutscher company

Textilna 23
034 01
RuZzomberok

VAT No. SK2021729545

Tel +421 44 432 27 20 Fax +421 44 432 27 17
www. stirilab.com, email ekonom@stirilab com

IBAN : SK 311111 000000 102498 0028, SWIFT : UNCRSKBX

o TR

Transport Documen 202301290

CUSTOMER

EBSTER CZ s.r.0.

Pramyslové zéna Kosikov 80
595 01 Velka Bites, CR

SHIPTO

STERIS AST CZ s.r.o.
Pramyslovéa zéna Kosikov 80

58501 Velké Bites Ceska republika

CUST NO VAT CODE DATE TD NUMBER ISSUED BY PAGE

CZ227159621 22032023 202301290 102
CODE DESCRIPTION QTY per BOX My QUANTITY
1131403 Anse single-use, packed in envelopes 10000 1 000,000 100,00
order lotto 23P2010600 exp 28 022027
1131404 Anse single-use,10 ul, in envelopes 10000 1 000,000 1 350,00
order lotto 23P2010700 exp 31.03.2027
7 696 430 Microloops 10 ul sterile 10000 1 000,000 400,00
order lotto 23P2013700 exp 31.03.2027
7 696 431 Microloops 1 ul sterile 10000 1 000,000 200,00
order lotto 23P201 36800 exp 28.02 2027
BSv1i20 ANSA 10 uL, PP, peel pack 20 pcs sterile 10000 1 000,000 660,00
order lotto 23P2004603 exp 31.03.2027
BSV1208 Anse jednorazové, 10u) 4000 1 000,000 20,00
order lotte 23P2004401 exp 31 03.2027
BSvi21 ANSA 1 uL, PP, peel pack 20 pcs,sterile 10000 1 000,000 840,00

order lotte 23P2004200

exp 28.02 2027




f 0‘ U.S. FOOD & DRUG
%’ ADMINISTRATION
’ SGS RECILTRATION RUMBER. 3910274314

STIRILAB s.r.o. a dominique Dutscher company

Textilna 23
034 01
Ruzomberok

VAT No. SK2021729545

Tel +421 44 432 27 20 Fax +421 44 432 27 17
www.stirifab.com, email ekonom@stirilab com

IBAN : SK 311111 000000 102498 0028, SWIFT - UNCRSKBX

MIRTUAR

Transport Document

CUSTOMER

EBSTER CZ s.r.0.

Pramyslova zéna Kosikov 80
595 01 Velka Bites, CR

SHIP TO
STERIS AST CZ s.r.0.

Pramyslovéa zéna Kosikov 80

59501 Velké Bited Ceské republika

CUST NO VAT CODE DATE TD MUMBER ISSUED BY PAGE
CZ27150621 22 03 2028 202301290 2102
CODE DESCRIPTION QTY per BOX mu QUANTITY
SHIPPING BY ISSUED BY: TRANSPORT TRANSPORT START DATE
EXw Bozekova SALE 22.03.2023
DELIVERY TERM BOXES PALLETS GROSS WEIGHT KG NETTO WEIGHT VOLUME m3 DRIVER'S SIGNATURE
EXw 360 1@ 3 261,84 301076 21,268
ANNOTATIONS RECIPIENT'S SIGNATURE

Any compiiant must by made within 8 days after goods receipt Goods are considered of customer property only aftey full payment receipt Any disputes between the are subject fo the exclusive
Junisdicton of the courts of Slovak republic




STERIS ' STERIS AST CZ s.r.o.

Registered office. Prumyslova zona Kosikov 80, 595 01 Velka Biles, Czech republic

Laboratories | lab_ebstercz@steris com - www steris-labs.com

Komu /Ta  STIRILAB S.R.O.
TEXTILNA 23
03401 RUZOMBEROK SLOVENSKA REPUBLIKA

ANALYSIS CERTIFICATE #1906 - BI638 - 04/03/2023 Page 1/

CISLO CERTIFIKATU ANALYZY1906 - BI638 - 03/04/2023 Strana 1/

Our Laboratory Reference Register 4 B1/178 - p. 59

Evidenéni Cislo: BI / 178 - s. 59

TITLE BIOLOGICAL INDICATORS - SPORE STRIP - BACILLUS ATROPHAEUS (8 sublilis var Niger] ATCC 89372

NAZEV: BIOLOGICKY INDIKATOR - SPORE STRIP - BACILLUS ATROPHAEUS (B. Subtilis var Niger) ATCC #9372

METHOD 1SO 11138-1
METODA: ISO 11138-1
INTERNAL PROCEDURES LWI-LABOO2

VNITRNI PROCEDURA: LWI-LAB002

| REFERENCE DATA .
y REFERENCNI UDAJE

SAMPLES DESCRIP I'ION; ZORAVOTNICKE PROSIH&QKV <IN VITRO DIAGNOSTIKA

POPIS VZORKU: ZDRAVOTNICKE PROSTREDKY - IN VITRO DIAGNOSTIKA
RLF'E[?EN(:I; STIRILAB S I'{O

JMENO ZAKAZNIKA: STIRILAB S.R.O.

WITHDRAWING MADE BY STERIS ) . .

ODPOVEDNOST ZA VYBER VZORKU: STERIS

RECE/ VL,l) BY LABORATORY AT 03727/2023

DODANO DO LABORATORE: 27/03/2023

FRODUCTION B/U(.‘[f BILL OF DELIVERY: 202301290

PRODUKCNI SARZE: BILL OF DELIVERY: 202301290

STERILIZATION B¢ ICH, 22A230325 dlg 03/25/2023

STERILIZACNI SARZE: 22A230325 dne 25/03/2023

B BATCH: BATR 478

Bl SARZE: BATR 478

POPULATION (ufc/stnp) 3.0 * 10%6

POPULACE (cfu / strip): 3.0 * 106

D-value (min). 3.3

D - hodnota (min): 3.3

ANALYSIS PARAMETERS .
PARAMETRY ANALYZY

POSITIVE CONTROLSN. 1
POCET POZITIVNICH KONTROL: 1

BIOLQGICAL INDICATORS N.: 28

POCET BIOLOGICKYCH INDIKATORU: 28

GROWTH EVIDENCE AT THE END OF INCUBATION FPERIOD

EVIDENCE RUSTU NA KONCI INKUBACNI DOBY

Bi SAMPLES AFTER 7 DAYS neqalive

Bl PO SEDMI DNECH negativni
1 POSITIVE CONTROL Bi positive
, POZITIVNI KONTROLA BI pozitivni
\
|

Conclusions
Zavéry
| EFFECTIVE STERILIZATION CYCLE |
UCINNY STERILIZACNI CYKLUS
LABORATQRY RESPONSIBLE

ODPOVEDNA OSOBA
U a/

03 -04- 2023

RELEASED BY QUALITY
Jitka PLOCKOVA
03 04 2073
/Au £

The certification report concerns anly the tested samples, the document can be partally reproduced onty upun wrilter approval by STERIS AST CZsro

Cortifkat ae lyka pouze testovanych vzork(y dokument maze byt kopirovan pauze s pisemnym soublasem STERIS AST CZsro




